Qualitative Analysis Report

Data Filename  TOX21_400063_TMS 1.D Sample Name NCGC Tox21_400063 from C05 SP109717
Position 53 Instrument Name 5975C_MR
User Name Kirill Acq Method B1_28-0_2_520_mt384_sndv.M

User Chromatograms
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x10 4 |+ Scan (7.470-7.545 min, 14 Scans) TOX21_400063_TMS 1.D Subtract

126.0
2.5
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45.0 61.0

0.5+ 28.0
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15.0 o ‘l“ | | Ll 85.9 97|O 1 114.0 | 138.9 15.79

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 4 |+ Scan (7.939-8.078 min, 25 Scans) TOX21_400063_TMS 1.D Subtract

61.0
1.2

14
0.8+
0.6+
0.4 73.0

0.2 45.0 100.0
0 AR PR P | | 1200 169.0 198.0 216.0
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Counts vs. Mass-to-Charge (m/z)

149.0

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4 |+ Scan (21.021-21.102 min, 15 Scans) TOX21_400063_TMS 1.D Subtract
313.3
5 75.0

43.1 103.0

L2l
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20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x104 |+ Scan (22.039-22.143 min, 19 Scans) TOX21_400063_TMS 1.D Subtract
7 202.1

2 101.0

27.0 39.0 50.0 63.0 75.0 S?IO || 122.0 135.0 150.0 174.0 187.0 |||

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400063_TMS 2.D Sample Name
Position 109 Instrument Name
User Name Kirill Acq Method

User Chromatograms

NCGC Tox21_400063 from E13 SP109722
5975C_MR
C1_28-0_2_520_mt384_sndv.M

10 6 |+ TIC Scan TOX21_400063_TMS 2.D
1.4
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Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.383-7.424 min, 8 Scans) TOX21_400063_TMS 2.D Subtract
3.5
3,
2.5
2
1.5
1,

0.5+ 103
0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x104 |+ Scan (7.493-7.574 min, 15 Scans) TOX21_400063_TMS 2.D Subtract
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69.0

173.0
78.0

1 45.0  61.0
28.0
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20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (7.754-7.829 min, 14 Scans) TOX21_400063_TMS 2.D Subtract
1.2
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0.4
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20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 4 |+ Scan (7.939-8.078 min, 25 Scans) TOX21_400063_TMS 2.D Subtract
2.5 61.0
2,
1.5
1,
73.0
0.51 45.0 100.0 149.0
0 27‘0 L “H \H\‘ M\H‘ 860 ‘ ‘ 1200 1690 1980 2160
20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (5) in "+ TIC Scan"
x103 |+ Scan (8.581-8.650 min, 13 Scans) TOX21_400063_TMS 2.D Subtract
1 75.0
0.8
0.6 127.0 155.0
0.4
45.0
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Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (6) in "+ TIC Scan"
x10 3 | Scan (9.304-9.374 min, 13 Scans) TOX21_400063_TMS 2.D Subtract
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Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

«10 2 |+ Scan (9.374-9.466 min, 17 Scans) TOX21_400063 TMS 2.D Subtract
| 73.0

5] 103.0

187.1

2 450 57

14 28.0

| | | ‘ m 88.9 120.0 134.9

0 : ||‘| | L Il:lll‘ ‘ “\‘ U\ ‘H\‘ H‘A : H : ‘\ : ] : : : : :

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
Counts vs. Mass-to-Charge (m/z)

163.0

J T

Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (11.763-11.850 min, 16 Scans) TOX21_400063_TMS 2.D Subtract
1.4
1.2
1,
0.8+
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0.4+

0.2 42.0 184.9

28.0 68.9

0 L o Ul ‘.l ||.. |l| | 87.9 | ‘1260 | | 171.8 | ! | |
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Counts vs. Mass-to-Charge (m/z)

61.0

Spectrum Source
Peak (9) in "+ TIC Scan"

x104 |+ Scan (21.015-21.119 min, 19 Scans) TOX21_400063_TMS 2.D Subtract
61 313.3
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Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x103

1.4
1.21

1
0.8
0.6
0.4+
0.2

+ Scan (21.877-21.981 min, 19 Scans) TOX21_400063_TMS 2.D Subtract

163.0
104.1
39.9 60.9 75.0 90.9 | 136.9

208.0

176.0 |

I

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (11) in "+ TIC Scan"

x10 5
14
0.8
0.6
0.4

0.2

+ Scan (22.039-22.143 min, 19 Scans) TOX21_400063_TMS 2.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400063_TMS 3.D Sample Name NCGC Tox21_400063 from B20 SP109729
Position 44 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

x10 6 |+ TIC Scan TOX21_400063_TMS 3.D
1.6 1
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Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
i 21.034
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Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.366-7.430 min, 12 Scans) TOX21_400063_TMS 3.D Subtract
8 147.0
6,
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

«10 2 |+ Scan (7.430-7.476 min, 9 Scans) TOX21_400063_TMS 3.D Subtract
4,
3.5
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1,
0.5
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4 |+ Scan (7.482-7.569 min, 16 Scans) TOX21_400063_TMS 3.D Subtract
5 126.0

69.0
2+ 173.0
78.0

14 45.0  61.0

28.0
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Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3 |+ Scan (7.748-7.806 min, 11 Scans) TOX21_400063_TMS 3.D Subtract
1.2 75.0
1 1290  157.0
0.8
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0.4
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17,0 320 470 | 101.0 143.0 191.9
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Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (5) in "+ TIC Scan"
x104 |+ Scan (7.927-8.066 min, 25 Scans) TOX21_400063_TMS 3.D Subtract
61.0
2.5
2,
1.5
14 73.0
149.0
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0 27.0 Uk g L) 86.0 | | 120.0 16|9-0 198.0 216.0
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Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (6) in "+ TIC Scan"
x10 2 |+ Scan (8.066-8.107 min, 8 Scans) TOX21_400063_TMS 3.D Subtract
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5 147.0
4,
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2| 45.0
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18.0 || |
0- ‘ ‘ ‘ ] | ‘||| J‘. |..l|_| L ‘l | ‘ ||| ‘ ‘ ‘ ‘l
20 40 60 80 100 120 140 160 180 200 220 240 260

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

«10 3 |+ Scan (8.570-8.656 min, 16 Scans) TOX21_400063_TMS 3.D Subtract
2 75.0
1.5
127.0 170.1
1,
155.0
0.51 45.0 142.0
149 270 | 530 850 99.0 111.0 | 187.9
04 oo L NI ||‘..|||.‘ | i [, | |
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x10 2

43.0
58.9

Ll | |||.|..n|l||l

+ Scan (9.304-9.345 min, 8 Scans) TOX21_400063_TMS 3.D Subtract
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 2

45.0

57.9

28.0
17.0 53 0 |“

+ Scan (9.345-9.385 min, 8 Scans) TOX21_400063_TMS 3.D Subtract

73.0
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Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

«10 3 |+ Scan (11.758-11.833 min, 14 Scans) TOX21_400063_TMS 3.D Subtract
1.6 1
1.4
1.2

1
0.8
0.6
0.4-
0.2

20 40 60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (11) in "+ TIC Scan"

x10 4 |+ Scan (21.009-21.102 min, 17 Scans) TOX21_400063_TMS 3.D Subtract
81 313.3

431 103.0

14
0 29\1 ‘mh Hw\‘ \‘\‘ H“““ w‘d‘ I ‘ | 1\2\90 157.1 199.1 227.2 255.2 297.3 |
20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (12) in "+ TIC Scan"

x10 3 |+ Scan (21.854-21.970 min, 21 Scans) TOX21_400063_TMS 3.D Subtract

1.2

14
0.8+
0.6+
0.4
0.2+

0+

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (13) in "+ TIC Scan"

%10 5 |+ Scan (22.033-22.132 min, 18 Scans) TOX21_400063_TMS 3.D Subtract
1.24 202.1
1
0.8
0.6
0.4
0.2

101.0

259 39.0 500 63.0 750 %80 H 122.0 135.0 150.0 174.0 1570 H

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400063_TMS 4.D Sample Name NCGC Tox21_400063 from M20 SP109738
Position 308 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400063_TMS 4.D

21.044 1

1
0.8
0.6

22.070

0.4-
0.2-

Ol I |

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.036
8,
6,
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4,
24
Y
O,

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.366-7.488 min, 22 Scans) TOX21_400063_TMS 4.D Subtract
| 147.1
2.5
2,
1.5
h 45.0
0.5 29.0 780 92.0 103.0 133.0 191.1
169 || il | | meo 80 | 1ees |
0 || 1l L |l| n X | 1

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 4

1.4
1.2

1
0.8
0.6
0.4
0.2-

0l

+ Scan (7.488-7.592 min, 19 Scans) TOX21_400063_TMS 4.D Subtract

45.

28.0
wo 50|

0

|| 560

126.0

69.0
78.0 173.0
61.0

_86.0 970 1120 || 4389 1580 188.1

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4
1.6

1.4
1.2

1
0.8
0.6
0.4
0.2

0

+ Scan (7.933-8.037 min, 19 Scans) TOX21_400063_TMS 4.D Subtract

45.0
27.0 N

61.0

73.0

100.0 149.1
| 860 | | 1200 169-0 198.0 216.0

20 40

60

80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3 |+ Scan (8.570-8.645 min, 14 Scans) TOX21_400063_TMS 4.D Subtract
1.2 75.0
1

0.8+ 1565.1

0.61
127.0
0.4+ 45.0
0.2 61.0 || 850 142.0
L] 1110 188.0

0, uly L s . Iy L .

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (21.009-21.102 min, 17 Scans) TOX21_400063_TMS 4.D Subtract
313.3
41 75.0
3,
2] 43.1 103.1
‘],
29.1
0 | .‘. L ..‘.|.|I .‘..I. |, 1291 1570 185.1 2272 2552 297.3 ||

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 32
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (21.866-21.935 min, 13 Scans) TOX21_400063_TMS 4.D Subtract

1 208.0

0.8
0.6

0.4+
163.0
0.2+ 104.0

269 459 620 779 909 | 4108 146.9 | 176.0 Al

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

0+
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x104 |+ Scan (22.034-22.132 min, 18 Scans) TOX21_400063_TMS 4.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400063_TMS 5.D Sample Name
Position 308 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400063 from M20 SP109778
5975C_MR
C1_28-0_2_520_mt384_sndv.M

10 6 |+ TIC Scan TOX21_400063_TMS 5.D

0.8+
0.6
0.4+

0.2+

9.658 12.110

21.430

22.456

8 9 10 11 12 13 14 15 16

17

18 19 20 21

Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...

1’! ! A 12.103

21.424

22.450

8 9 10 11 12 13 14 15 16

17

18 19 20 21

22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x104 |+ Scan (7.702-7.812 min, 20 Scans) TOX21_400063_TMS 5.D Subtract
4 126.0
3,
2 69.0
78.0 173.0
14 45.0 61.0
28.0 56.0 ) 147.0
0 150 \‘\ L “H 1 \M‘H l 859 97\0 l 1140 ‘ ‘ 1910

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 3 |* Scan (8.014-8.072 min, 11 Scans) TOX21_400063_TMS 5.D Subtract
1.75+
1.5
1.254
14
0.75
0.5
0.25
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (8.101-8.141 min, 8 Scans) TOX21_400063_TMS 5.D Subtract
14 75.0
0.8

0.6

0.4+
47.9

0.2 58.9 1721 4830
26.9 ' 100.9 115.9 | 142.9 ‘

0l 1y “um\‘\ ‘M“‘m“ w bl 85-0 I l L | )

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Agilent Technologies Page 2 of 5 Printed at: 12:39 PM on: 5/14/2014



Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

410 4 |+ Scan (8.263-8.361 min, 18 Scans) TOX21_400063_TMS 5.D Subtract
61.0

4,

3,

2,

73.0
LN 5.0 100.0 149.0
o 270 0 | |80 || 132.0 169.0 198.0 216.0
20 40 60 80 100 120 140 160 180 200 220 240

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x103
1.2
14
0.8
0.6
0.4
0.2

+ Scan (8.899-8.986 min, 16 Scans) TOX21_400063_TMS 5.D Subtract
75.0

155.0

127.0

170.1
45.0

141.9
26.9 580 85.0 99.0 1110
| L

I ||‘||l| | ‘.|||||||‘.|.I|| ‘..Iljlul‘ J ||| | | L

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 2

+ Scan (9.605-9.652 min, 9 Scans) TOX21_400063_TMS 5.D Subtract
73.0

105.0

450 58.0 163.0

120.0
18.0 33.9 88.0 134.9
| o ..||.|.|.. |||.||. J|I|.| L il C | 142'.0 i

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (9.652-9.698 min, 9 Scans) TOX21_400063_TMS 5.D Subtract

14l 73.0

1.2

14 105.0
0.8+
0.6
0.4+

163.0

45.0
58.0
021180 340 || | 880 1200 1349 4500
0 L ‘|.|.|.‘ .“‘.l ‘|||l|‘ L L, ‘| ‘ | ‘ ; I | L
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (12.076-12.145 min, 13 Scans) TOX21_400063_TMS 5.D Subtract
51 61.0
4
3,
2,
L 42.0 185.0
o 270 |}, 1,690 92.9  116.0  140.0 171.9
20 40 60 80 100 120 140 160 180 200 220

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x104 |+ Scan (21.397-21.478 min, 15 Scans) TOX21_400063_TMS 5.D Subtract
75.0 313.3

4,

3,

2 43.1 103.0

1,

29.1
ol I.|I .‘..I. L 1??-0 157.1  185.1 227.2 2552 297.2 \L

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x10 3

1.75-
1.5
1.25-
1,
0.75
0.5
0.25

+ Scan (22.224-22.305 min, 15 Scans) TOX21_400063_TMS 5.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (11) in "+ TIC Scan"

x10 4

+ Scan (22.410-22.496 min, 16 Scans) TOX21_400063_TMS 5.D Subtract

101.0

88.0 ‘

27.0 39.0 50.0 63.0 74.0 122.0 150.0

2021

174.0 187.0 w‘

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400063_TMS 6.D Sample Name
Position 109 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400063 from E13 SP109798
5975C_MR
C1_28-0_2_520_mt384_sndv.M

«10 5 |+ TIC Scan TOX21_400063_TMS 6.D

ﬂ 12.106

21.420

22.448

8 9 10 11 12 13 14 15 16

17

18 19 20 21

Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...

s

21.413

22.442

8 9 10 11 12 13 14 15 16

17

18 19 20 21

22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.528-7.545 min, 4 Scans) TOX21_400063_TMS 6.D Subtract

2
1.5
1

0.5

20 30 40 50 60 70 80 90 100 110 120 130 140
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

10 2 |+ Scan (7.545-7.580 min, 7 Scans) TOX21_400063_TMS 6.D Subtract
2.51 28.0
2,
1.5 73.0
62.9
N 45.0
0.5 40.8
17.0 330 ‘ 57.9 ‘ 100.0 1160
ol Il - ‘\m Ll | | _ | |
20 30 70 8 90 100 110 120 130 140

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x102 |+ Scan (7.580-7.609 min, 6 Scans) TOX21_400063_TMS 6.D Subtract

25 28.0

2,
1.5

72.9
1 51.0
61.0 78.0 1050

0.5 17.0 39.8 | | 92.0 ‘ 119.9

ol | || I || [ I‘| | | ||| | ‘|.I I | | !

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2 |+ Scan (7.609-7.638 min, 6 Scans) TOX21_400063_TMS 6.D Subtract

41 75.0

3.5
3,

2.5
2,

1.5 43.9 ool
T 28.0 105.0 133.0

\‘w ! )

63.0
051 | | |, 1700
0- L ; ; —_— ‘ - ‘ .
60 80 100 120 140 160 180 200 220 240 260
Counts vs. Mass-to-Charge (m/z)

20 40

Spectrum Source
Peak (5) in "+ TIC Scan"

x102 |+ Scan (7.684-7.736 min, 10 Scans) TOX21_400063_TMS 6.D Subtract
64.0
8,
6,
4 29.0 92.0
47.0
2. 73.0 84.0 120.0 147.0 1700
18.0 4t | 590 | 103.0 127.0 I ‘ 191.0
ol Al ‘I|||I|||‘ .||I.”I il A N " | ) il .

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x104 |+ Scan (7.736-7.817 min, 15 Scans) TOX21_400063_TMS 6.D Subtract
4,
3.5
3,
2.5
2] 69.0
1.5 78.0 173.0
11 45.0 61.0

0.5/ 28|.0 56.0 ‘ 96.9 |
il 11

o 150 L 859 | | 114.0 138.9 157.9

I,
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

126.0
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

410 4 |+ Scan (8.257-8.361 min, 19 Scans) TOX21_400063_TMS 6.D Subtract
| 61.0
25]
2,
151
1,
73.0
0.5 45.0 100.0 149.0
0 27.0 1 ||II n II ||||| | I 120.0 | 16|9.O 198-0 2160
20 40 60 80 100 120 140 160 180 200 220 240

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (12.058-12.157 min, 18 Scans) TOX21_400063_TMS 6.D Subtract
1.4 61.0
1.2
1,
0.8+
0.6
0.4+

0.2- 42.0 185.0
20 40 60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x104 |+ Scan (21.391-21.466 min, 14 Scans) TOX21_400063_TMS 6.D Subtract

41

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x104 |+ Scan (22.404-22.490 min, 16 Scans) TOX21_400063_TMS 6.D Subtract

21 101.0

15.9 27.0 39.0 50.0 63.0 75.0 880 ‘H 122.0 135.0 150.0

202.1

174.0 1870 H \

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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